
PEDIATRIC BODY CT SCAN 2013 - 2017

CTDI (mGy)
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ACR
Reference Value
15 mGy

Machines Tested: 296
Median Dose: 7.9 mGy

75th Percentile: 11.2 mGy

MI Diagnostic
Reference Level
12 mGy


